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Sterilizing an Alginator Spatula, REF 25234

After removing any remaining alginate, the spatula should be processed through an ultrasonic cleaner or thermal disinfector,
then dried, placed into a sterilization pouch, and processed through a sterilization cycle.

The spatula can be processed through an autoclave or Chemiclave cycle. The time/temperature ratio of the moist heat cycle is
determined when selecting the appropriate (unwrapped, wrapped, pouches, packs) cycle, as determined by the manufacturer
of the equipment. Any cycle is appropriate to process the spatula where the heat does not exceed 275°F. A biological monitor
is always recommended to assure that sterilization has taken place.
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